[The mechanoreceptor tactile diagnostics of thoracic diseases].
The novel system of tactile analysis was used in the mechanoreceptor device. The local pressure measurement is carried out in in cameras, divided by the elastic membrane from the analyzed organ. The devise allows fast and adequate real-time measurement of tissue density and elasticity. The results, acquired with the use of the mechanoreceptor device were checked microscopically. The study showed high compatibility and adequacy of the novel mechanoreceptor.